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Real-time clinical clutter reduction in combined 
epi-optoacoustic and ultrasound imaging
Echtzeit-Clutter-Reduktion bei kombinierter epi-optoakustischer und Ultraschall-Bildgebung
Abstract: Flexible imaging of the human body, a require-
ment for broad clinical application, is obtained by direct 
integration of optoacoustic (OA) imaging with echo ultra-
sound (US) in a multimodal epi-illumination system. Up to 
date, successful deep epi-OA imaging is difficult to achieve 
owing to clutter. Clutter signals arise from optical absorp-
tion in the region of tissue irradiation and strongly reduce 
contrast and imaging depth. Recently, we developed a 
displacement-compensated averaging (DCA) technique 
for clutter reduction based on the clutter decorrelation 
that occurs when palpating the tissue. To gain first clini-
cal experience on the practical value of DCA, we imple-
mented this technique in a combined clinical OA and US 
imaging system. Our experience with freehand scanning 
of human volunteers reveals that real-time feedback on 
the clutter-reduction outcome is a key factor for achieving 
superior contrast and imaging depth.
Keywords: photoacoustics; diagnostic imaging; contrast; 
imaging depth.
Zusammenfassung: Die direkte Integration der optoakus-
tischen Beleuchtung in einen Ultraschallkopf zu einem 
multimodalen bildgebenden Diagnosegerät erlaubt eine 
flexible Bildgebung des menschlichen Körpers. Diese 
Flexibilität stellt eine wichtige Voraussetzung für eine 
breite klinische Anwendung dar. Infolge von Clutter ist 
es bis heute jedoch schwierig, optoakustische Bilder aus 
großer Tiefe im Gewebe zu gewinnen. Clutter, der durch 
optische Absorption im Bereich der Lichteinstrahlung 
im Gewebe entsteht, führt zu einer starken Verringe-
rung des Kontrastes und zu einer deutlichen Reduktion 
der Bildtiefe. In den letzten Jahren entwickelten wir eine 
Methode, das sogenannte „displacement compensated 
averaging“ (DCA), um diesen Clutter zu reduzieren. Dabei 
wird das Gewebe mechanisch leicht verschoben, was bei 
der Mittelung der einzelnen Bilder zu einer Dekorrelation 
des Clutters führt. Um erste praktische Erfahrungen mit 
DCA zu gewinnen, integrierten wir dieses Verfahren in 
ein klinisches optoakustisches und Ultraschall-Gerät. 
Unsere Messungen im Freihand-Scan-Modus an Proban-
den zeigte, dass eine Clutterreduktion in Echtzeit einen 
Schlüsselfaktor für die Verbesserung des Kontrastes und 
der Bildtiefe darstellt.
Schlüsselwörter: Photoakustik; diagnostische Bildge-
bung; Kontrast; Bildtiefe. 
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1  Introduction
Optoacoustic (OA) imaging allows visualizing absorbing 
structures inside optically turbid tissue based on detec-
tion of thermoelastic pressure waves after short-pulsed 
laser irradiation [1–10]. In a multi-modal combination 
with pulse-echo ultrasound (US) [11–19], OA imaging is 
promising to improve diagnostic accuracy [20–22] via the 
display of small blood vessels [12] or the local blood oxy-
genation level [23]. Clinically, an adequate imaging depth 
of several centimeters is required to monitor and diag-
nose breast cancer, cardiovascular disease, or vascular 
recovery after severe trauma or burns. Such an imaging 
depth can theoretically be achieved when only transducer 
noise and optical penetration depth must be considered 
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[24] as experimentally demonstrated in volunteer studies 
when using transmission [25, 26] or orthogonal mode 
[20] OA tomography. Tomographic set-ups, however, lack 
the flexibility of freehand scanning, require dedicated 
stand-alone equipment, and can only be employed for 
acoustically transparent tissues such as the breast. On 
the contrary, multimodal combined OA and US imaging 
is preferably performed in an epi-style set-up with the 
irradiation optics and acoustic transducer integrated into 
one single-combined probe. In that way it can flexibly 
access any part of the human body that is already avail-
able to conventional US with freehand probe guidance. 
Unfortunately, a suitable clinical imaging depth has up 
to date been hard to achieve with epi-OA imaging. The 
main reason is that epi-OA imaging contrast is limited in 
addition to thermal noise by significant clutter [15, 27–29]. 
This clutter is thought to arise from strong OA transients 
that are generated at the site of tissue irradiation, and are 
detected (i) after direct propagation to the imaging probe 
(direct clutter), or (ii) after being scattered by acoustic 
inhomogeneities located within the imaging plane (echo 
clutter).
As a possible solution to improve epi-OA imaging 
depth towards noise-limited imaging, we have previously 
proposed deformation (or displacement)-compensated 
averaging (DCA) for clutter reduction [28]. In DCA, dynam-
ical deformation of the investigated tissue when palpating 
the skin surface with probe motion parallel to the imaging 
plane leads to clutter decorrelation. When compensat-
ing the OA image for the geometrical distortion caused 
by the deformation, sequential averaging of consecutive 
images conserves true OA features but the decorrelat-
ing clutter is reduced like stochastic noise. In combined 
OA and US imaging, motion tracking of US images pro-
vides the knowledge of local tissue displacement that 
is required for OA deformation compensation. In-vitro 
tissue [28] and gelatin phantom [29] studies, having real-
istic echogenicity in addition to the optical properties, 
have consistently shown that DCA significantly improves 
imaging depth in comparison to conventional averaging 
without probe motion. These experiments were performed 
with controlled probe motion using motorized stages. In 
addition, first free-hand experiments with human volun-
teers have confirmed that clutter is significant in clinical 
epi-OA images and that DCA can help to improve image 
contrast [15]. However, this set-up was limited in its clini-
cal applicability because the used equipment did not 
allow real-time display of DCA-processed OA images and 
thus no feedback on the clutter reduction performance 
was available. In addition, optoacoustically generated 
pulse-echo images had to be used for motion tracking, 
limiting the tracking accuracy and thus the clutter reduc-
tion performance.
The aim of the present study was to gain experience 
with a clinical system which offers state-of-the-art US 
motion tracking and real-time display of the DCA pro-
cessing result allowing physicians to optimize the probe 
motion. For this purpose we have implemented real-time 
DCA in combined epi-OA and US imaging on a research 
US system. Our results of real-time OA clutter reduc-
tion in freehand scanning of human volunteers confirm 
the importance of clutter reduction, and our experience 
reveals that real-time display is essential for achieving 
optimum results.
2  Materials and methods
We implemented combined real-time OA and US imaging 
using a Verasonics® (VS) system (Verasonics Inc., Redmond, 
WA, USA). This research system offered simultaneous US 
transmission on 128 elements (two-board version) and 
signal acquisition from 64 elements of an array probe. 
Fast data transfer from the data acquisition system via a 
PCI Express link to a 12 core host PC allowed continuous 
subsequent data processing (image reconstruction, DCA, 
and display). We implemented a dedicated MatLab script 
for the acquisition of both US and OA data from a HDI L7-4 
broadband linear vascular probe (ATL Philips, Bothell, 
WA, USA). This probe features 128 elements at 0.29  mm 
pitch, and a bandwidth from 4 to 7 MHz with 5 MHz center 
frequency. A sampling rate of 20  MHz was chosen for 
signal acquisition. For OA imaging, we used a Q-switched 
Nd:YAG laser (Brilliant B; Quantel, France) at 1064  nm 
wavelength, tuned to provide laser pulses with 5 ns pulse 
length and 120 mJ pulse energy at 10 Hz pulse repetition 
rate. A custom-made bifurcated fiber bundle (Fiberoptic 
P. & P. AG, Spreitenbach, Switzerland) terminating into 
two line profile converters was applied to transmit the 
laser light. The profile converters were fixated to either 
side of the acoustic probe to irradiate the tissue through 
two line profiles with 20 mm length (parallel to the linear 
array) and 5 mm width, resulting in a total irradiation area 
of 2 cm2 with a maximum radiant exposure of 60 mJ/cm2. 
For a detailed theoretical background of DCA we refer to 
[28]. Briefly, DCA comprises motion tracking of US images, 
which are acquired alternatingly to OA images for the 
determination of the two-dimensional (2D) distribution of 
the local displacement of the tissue relative to the probe 
aperture. The displacement information is used for defor-
mation compensation of the OA images prior to averaging. 
For the implementation of real-time DCA, the acquisition 
M. Jaeger et al.: Real-time clinical clutter reduction in combined epi-optoacoustic and ultrasound imaging      345
sequence and the processing chain were designed as 
follows: The sequence started with the acquisition of an 
OA data frame (US transmit switched off), triggered by 
the flashlamp of the laser system. An internal delay was 
set in the VS script to synchronize the signal acquisition 
start with the laser pulse generation. Parallel acquisition 
on the middle 64 elements of the array probe provided an 
effective aperture of 18.9 mm. After a delay of 100 μs, suf-
ficient for both OA signal acquisition and data transfer to 
the PC, the VS triggered the acquisition of a US data frame. 
This acquisition included a sequence of 32 transmit and 
receive events to scan a region of 18.9  mm (laterally) by 
30 mm (axially) with a focused US beam (focal length 30 
mm) in a classical line-by-line approach. The data were 
stored in the local memory and transferred to the PC after 
the acquisition was completed. The total duration for the 
US acquisition was 6.4 ms, which is insignificant com-
pared to the 100 ms time interval between two consecu-
tive OA acquisitions. After data transfer a line-by-line US 
image was obtained using Verasonics’ proprietary pixel-
based algorithm. Then, OA image reconstruction was 
performed, using our frequency-domain algorithm [30] 
coded in MatLab. The subsequent DCA processing (US-
based displacement tracking, motion compensation and 
averaging of OA images) was also programmed in MatLab. 
It is of note, that data processing was performed on a PC, 
and was running in parallel to the data acquisition that 
was controlled by the VS system. The described sequence 
(acquisition, processing) was repeated with each laser 
pulse, and the results were continuously displayed on the 
screen while performing the in vivo experiments.
The aim of this study was to provide early experience 
with real-time DCA in a clinically realistic scanning sce-
nario, therefore MatLab was chosen for convenient and 
straight-forward implementation of DCA. To keep the 
system real-time, several simplifications were made to the 
processing chain to reduce computational complexity. The 
foundation of all the simplifications described in the fol-
lowing is the fact that, when using a clinical system, the 
signal bandwidth in both US and OA imaging is limited 
by the comparably narrow transducer bandwidth (60% 
of center frequency, whereas a broadband transducer 
would have 200% bandwidth). The narrowband signal 
can be factored into a sinusoidal carrier at the transducers 
center frequency and a slowly varying envelope. The first 
simplification was thus made to OA image reconstruction. 
Conventionally, OA images would be reconstructed from 
the real-valued radio-frequency (RF) signal data that was 
acquired, in our case, at 20 MHz sampling rate. In order to 
reduce the numerical burden, we performed image recon-
struction on the analytic (complex) signal, derived via 
the Hilbert transform from the RF signal. In the analytic 
signal, the arrival time and amplitude of OA transients are 
accurately coded in the complex phase and the amplitude 
of the envelope, respectively. Both vary on a slower tem-
poral scale than the carrier does, allowing down sampling 
to a rate of 5 MHz prior to OA image reconstruction. This 
procedure resulted in a strongly improved reconstruction 
speed without significant loss of image quality. Various 
techniques are available for US-based motion tracking 
of both axial as well as lateral motion, enabling motion 
compensation for compressive as well as shear deforma-
tion. However, for the sake of computational efficiency, 
a second simplification was made to the data processing 
chain by employing base-band correlation [31] for motion 
tracking. In this approach, it is assumed that tissue motion 
occurs only in axial direction. The base-band representa-
tions u1(x, z) and u2(x, z) [result of the in-phase quadrature 
(IQ) conversion, i.e., Hilbert transform and demodulation] 
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where x and z are the lateral and the axial coordinates, 
respectively, of the imaging plane; A(x, z) is the complex 
envelope (base-band) of the first frame; λ is the acoustic 
wavelength at the center frequency of the linear probe 
(carrier frequency); and Δz is the local tissue displace-
ment in axial direction in-between the two acquisitions. 
Because the spatial variation of the complex envelope 
is slow compared to the oscillation of the carrier, and 
for displacements smaller than a quarter acoustic wave-
length, the phase of the point-wise Hermitian product of 
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For its computational simplicity, this technique offers 
real-time tracking of the local axial displacement using 
MatLab. To achieve robust tracking, the argument was 
taken after low-pass filtering of the Hermitian product by 
convolution with a rectangular tracking kernel (size: 3 × 3 
mm). This method allowed accurate tracking of the local 
axial displacement with high accuracy as long as the dis-
placements were smaller than a quarter (∼75 μm) of the 
acoustic wavelength (∼300 μm) at the center frequency (5 
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MHz) to avoid phase wrapping. To be able to track even 
larger displacements with similar efficiency, we further 
developed the technique to a multi-scale approach. For 
this purpose, the squared absolute envelope of the recon-
structed frame was band-pass filtered in axial direction, 
to synthesize RF data having a center frequency (2.5 MHz) 
lower than the probe’s center frequency. These data were 
processed in the same way as the original data [IQ con-
version, displacement tracking according to Eqn. (2)], for 
obtaining a rough estimate of the axial displacements up 
to 150 μm. In a second step, the original data were used 
for fine tracking, without the ambiguity linked to phase 
wrapping. At 10  Hz frame rate, 150 μm maximum dis-
placement in-between successive frames corresponded 
to a maximum motion velocity of 1.5 mm/s, a limitation 
which could easily be fulfilled when scanning the forearm 
with freehand probe motion. Subsequent displacements 
were accumulated to obtain the total local axial displace-
ment relative to a starting reference frame. Because no 
lateral tracking was possible with this technique, only 
axial probe motion (compression and dilation) could be 
employed for DCA.
A third reduction of numerical complexity was 
achieved by performing deformation compensation on the 
base-band representation of the reconstructed OA frames 
(result of IQ conversion). Such a baseband presentation 
is again possible because the signal bandwidth is deter-
mined by the transducer rather than by the frequency 
content of the OA transients, and it is the direct result of 
the reconstruction described above. With p1(x, z) being the 
base-band representation of a starting OA frame, succes-
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P(x, z) is the base-band representation of the first 
acquisition without clutter, pk is the base-band repre-
sentation of the k-th acquisition including the respective 
clutter realization C(x, z, k), and Δz(x, z, k) is the local dis-
placement at the time of the k-th acquisition relative to 
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A moving time average of successive deformation-
compensated OA base-band frames was then calculated 
to yield the DCA-OA frame. This averaging led to reduction 
of the clutter component, by decorrelation of C(..., k), but 
also by phase cancellation of the oscillating complex expo-
nential. An exponential moving average was chosen with 
averaging weights corresponding to an averaging time 
constant of 2  s (20 frames). The same deformation com-
pensation was applied to the US frames prior to display, to 
obtain US frames that were co-registered with the DCA-OA 
frames. US frames and DCA-OA frames were continuously 
displayed, after envelope detection (absolute value of the 
base-band representation) and logarithmic compression 
of the envelope. A compression range of 60 dB and 40 dB 
was chosen for the US image and the OA image, respec-
tively. In addition the displacement map was displayed for 
control. With the described simplifications, the speed of 
the PC was sufficient for image reconstruction, DCA pro-
cessing and continuous display of OA and US images at a 
rate of 10 Hz equal to the laser pulse rate.
Using this system, we evaluated real-time DCA clutter 
reduction in freehand scanning of human volunteers. For 
a trustworthy comparison of DCA to conventional aver-
aging, each imaging location was in a first step imaged 
without displacement until the continuously averaged 
OA image converged to a stable result (reference image). 
In a second step, the tissue was slightly compressed and 
released with repetitive probe motion in axial direction, 
until best clutter reduction was achieved under real-time 
feedback (DCA image).
3  Results
Figure 1 exemplary shows results that were obtained at 
different locations on a volunteers forearm. B-mode US 
images are presented in the first column as a reference 
to provide an impression of the anatomical context. The 
subcutaneous fat layer is seen (marked as “F”) as well 
as muscle epimysia (marked as “E”) and the ulnar nerve 
(marked as “UN”) in Figure 1A. The second column shows 
the reference OA images and the third column the DCA 
results. All examples consistently reveal a strong contrast 
improvement when using DCA. The fact that the same 
number of averages was used for both the reference and 
DCA demonstrates that this contrast improvement is not 
an effect of averaging of stochastic noise, but of decorrela-
tion with probe motion of some kind of systematic back-
ground. At the same time, all DCA images show distinct 
details that are also present in the reference images. The 
fact that the relative intensity level of background signal 
in comparison to OA detail was reduced by DCA sug-
gests that the background did not correspond to true OA 
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at the site of irradiation. Such clutter appears directly 
below the skin surface (marked with “C” plus dashed 
bracket) obscuring sub-surface OA details [33], which 
directly passes into the echo clutter below 15 mm depth 
that emerged from the irradiation site (marked with “C” 
plus solid bracket).
Independent of the source of clutter, our results con-
sistently show that the DCA improved the visibility of OA 
details. Figure 1A is an example of how DCA helps identi-
fying signal to be clutter (strong signal at 22 mm depth), 
which could also be misinterpreted as true OA signal. This 
effect of DCA is beneficial, even in situations where the 
imaging depth is not apparently increased e.g., because of 
the absence of true absorbing structures. In addition, con-
trast around the ulnar artery (marked as “UA”) which runs 
in parallel to the ulnar nerve (“UN”) was greatly improved.
Figure 1B is an example where the contrast was 
strongly improved by DCA around details that were 
already visible in the reference (e.g., the detail marked by 
dotted circle). This greatly helps identifying true details 
as such, and allows finding details that were not visible 
before in the same depth range. An example is the detail 
marked as “e”, which might be one or more thin blood 
vessels that run along the epimysium (“E”) in the corre-
sponding US image.
Figure 1C finally is a good example where imaging 
depth was clearly improved. The two bright dot structures 
visible at 16 mm depth in the DCA image (marked as “e”) 
were fully obscured by clutter in the conventional OA 
image.
4  Discussion
Our first experience with real-time DCA in combined OA 
and US imaging is promising. In agreement with previous 
phantom and volunteer studies, the results confirm that 
DCA significantly improves OA image depth and contrast, 
and allows to differentiate between background and real 
OA signals. The described implementation facilitated 
clutter reduction in freehand imaging requiring only a 
basic level of practice, which demonstrates the clinical 
practicability of this technique. The real-time feedback 
feature was, however, crucial for a good outcome, since 
it allowed optimizing the probe motion on the fly without 
limiting the flexibility of freehand probe guidance. 
Real-time feedback is an essential requirement for two 
reasons: Firstly, it enables the physician to minimize out-
of-plane motion based on observing the US image. Out-
of-plane motion would lead to US motion tracking errors 
Figure 1 Results of real-time combined ultrasound (US; first 
column), conventional optoacoustic (OA; second column) and 
displacement-compensated averaging (DCA; third column) opto-
acoustic imaging obtained at three different imaging locations on a 
volunteers forearm (A–C).
F, subcutaneous fat layer; E, muscle epimysia; UN, ulnar nerve; UA, 
ulnar artery; e, thin blood vessel; C, clutter.
sources located in the imaging plane. By definition, such 
background signal is clutter. We hypothesize that a large 
part of this clutter was caused by the strong OA transients 
that were generated at the location of tissue irradiation, 
outside the imaging plane. The main clutter in Figure 1A 
and C (marked with “C” plus bracket) is found at a depth 
below 15 mm, which corresponds to the separation dis-
tance between the irradiation line profiles and the imaging 
plane of the US transducer [32, 33]. In contrast, the clutter 
in the OA image (Figure 1B) seems to be homogeneously 
distributed over the entire imaging depth. This different 
appearance can be explained by clutter that emerged 
from acoustic reverberations of OA transients generated 
by strong optical absorption (e.g., by a pigmented spot 
such as a mole) directly below the transducer, rather than 
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on one hand, and to decorrelation of true OA details on 
the other hand. The consequence of both is decorrelation 
of OA detail in the motion-compensated images, result-
ing in reduced signal level in the DCA image and thus in 
inferior final contrast. Secondly, real-time display of the 
DCA result allows optimization of the motion speed. Low 
speed results in slow decorrelation of the clutter back-
ground and thus in suboptimal clutter reduction. A too 
large speed, on the other hand, results in a large accu-
mulative tissue deformation over the duration of the aver-
aging time constant, and thus to significant out-of-plane 
motion and re-arrangement of tissue layers with the 
aforementioned deterioration of image contrast. Based 
on experience with the proposed real-time implementa-
tion, we were able to develop a palpation technique for 
maximizing the clutter reduction performance under 
real-time feedback of the DCA result: The tissue is com-
pressed and released using undulatory probe motions, 
with a cycle length that approximately matches twice the 
averaging time constant. The motion amplitude is gradu-
ally adapted to achieve the best contrast improvement. 
Optimum freehand probe guidance calls for some prac-
tice from the clinician. The level of difficulty, however, 
was not different from what is already state-of-the-art in 
clinical quasi-static US elastography.
The presented DCA system prototype was imple-
mented in MatLab in order to achieve early results in a 
clinically realistic scenario. Several simplifications had 
to be made to the processing chain in order to achieve 
real-time imaging as explained in the “Materials and 
methods” section. Most significantly, US motion track-
ing was based on base-band correlation, which can only 
quantify axial tissue motion. As a consequence only 
axial probe motion (tissue compression and release) 
could be employed for DCA clutter reduction. When 
coded in C++, a more complex algorithm would allow 
2-D motion tracking which would in turn enable lateral 
in addition to axial motion compensation. It is expected 
that lateral probe motion, and thus shear deformation of 
the tissue, results in improved DCA performance com-
pared to compressive deformation. One of the reasons 
is that compressive deformation is more likely to result 
in out-of-plane motion at slippery interfaces between 
e.g., muscle epimysia, or between glands and surround-
ing tissue. The other reason is that echo clutter tends to 
move at a similar speed as true signals in compression 
mode, whereas the displacement rate is roughly half 
the displacement rate of true signals in shear mode [29]. 
Therefore shear deformation will allow for more efficient 
separation between true signal and echo clutter. A full 
implementation of DCA for clinical purposes should 
therefore aim at real-time 2-D echo tracking and motion 
compensation.
In the present study, OA image reconstruction and 
subsequent motion compensation were performed on 
the analytic OA signal after Hilbert transform and down 
sampling. This approach of data reduction was reason-
able because the limited bandwidth of the transducer 
eliminated the slow frequencies that are typically con-
tained in OA transients, and only part of the spectrum 
contained actual information. When using linear array 
probes, a lower band limit is required to provide narrow 
focusing in elevation in order to achieve a well-defined 
imaging plane. When using 2-D array probes, on the 
other hand, elevation beam-steering is possible and the 
acoustic receivers can be designed to also detect the low 
frequencies. The proposed technique is not applicable 
to the resulting broadband data. However, we would 
like to point out that clutter is more significant with 
the stronger US scattering at the higher US frequen-
cies. When the goal is to selectively reduce clutter in a 
frequency range of interest, then artificially limiting the 
signal bandwidth might be a valuable way to increase 
DCA processing speed. The proposed technique of data 
reduction could then be employed, or alternatively other 
ways of data reduction could be considered, such as 
wavelet decomposition.
5  Conclusion
The presented implementation of DCA demonstrates for 
the first time the practicability of this clutter reduction 
technique in a clinically realistic scenario of real-time 
freehand combined epi-OA and US imaging. Apart from 
confirming significant OA contrast improvement in DCA 
processing as compared to conventional averaging, our 
first experience shows that the real-time feedback feature 
is crucial for the clinical success of DCA because it allows 
optimizing the probe motion on the fly without limiting 
the flexibility of freehand probe guidance.
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